[On systematization of engineering tests of X-ray diagnostic equipment under conditions of treatment-and-prophylaxis institutions].
Protocols of engineering tests of X-ray diagnostic equipment are considered. Results of testing of an X-ray diagnostic device and corresponding testing software are described.